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Version 2.1.1b 
Release date: November 26, 2007  
 
New in this version: 
This is a maintenance version and does not contain any new feature over v2.1.0. 
 
Bug Fixes: 
This version contains a number of bug fixes over version 2.1.0. These bug fixes are 
detailed below. 
 
 

 Bug # Subject 

173 Incorrect sequence number in SendMessage command message 
170 Does not process Anonymous Login status correctly. 
167 Fedora systems show error if “atcatester –version” is run from non-superuser. 
132 Test #611: Tester doesn’t handle Unmanaged FRUs well 

 
Known Issues in this version: 
This version contains the following known bugs.  
 
 

 Bug # Subject 

168 If the FRU changes its state from M6 to M1 very fast, tester cannot process the 
event though the event seems to have been logged in SEL. 

130 Test #13: Shelf Manager filters some event – quick changing values for sensors 
makes the test fail. 

131 Test #201: should not require a blade address, since it is applicable for ShMC 
only.  

 
  
 


